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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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SPECIFICATION FOR TABLE, 
OPERATION, FOLDING TYPE 

0. FOREWORD 

0.1 This Indian Standard was adopbed by the Indian Standards Institution 
on 30 April 1979, after the draft finalized by the Hospital Equipnnent 
Sectional Connnnittee had been approved by the Consunner Products and 
Medical Instrunnents Division Council. 

0.2 Preparation of Indian Standards on hospital equipnnent has been 
taken up at the instance of the Advisory Connnnittee for Developnnent of 
Surgical Instrunnents, Equipnnent and Appliances, Government of India. 

0.3 The folding type operation table is suitable for various gynaecologieal 
operations as well as for general surgery, especially in rural areas and 
nnilitary cannps. The innportant requirennents of this type of table are 
robustness, portability and easy manoeuvrability. 

0.4 For the purpose of deciding whether a particular requirennent of this 
standard isconnplied with, the final value, observed or calculated, express- 
ing the result of a test, shall be rounded off in accordance with IS: 2- 
1960*, The nunnber of significant places retained in the rounded off value 
should be the sanne as that of the specified value in this standard. 



1. SCOPE 

1-1 This standard lays down constructional and performance rcquircmtats 
of manually controlled, folding type operation table. 

2. MATERIALS 

2,1 Angles, Flats, Strips, and Rods — mild steel, cold-rolled or hot- 
rolled quality. 



•Rulcsfor rounding off numerical values ( revised). 
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2.2 Top — aluminium alloy of suitable composition or stainless sted sheet 
conforming to Designation 04Crl8NilO or 07Crl8Ni9 of Table I of 
IS : 6911-1972* or mild steel sheet hot-rolled or cold-rolled quality. 

3.DIMENSI0NS 

3.1 The f ol I ow i ng shal I be the i mportant d i mensi ons: 

Head section 300 x 500 mm 

Trunk section 1050 x 500 mm 

Leg section 450 x 500 mm 

Gap between sections 10 mm 

Height from floor to top 850 mm 
of table 

3.2 Deviation off 5 mm shall be permitted on all dimensions except on 
gap which shall be ±2 mm. 

3.3 Thickness of various sections and table top shall be such that they 
satisfy performance requirements as mentioned in 5.1 and 5.2. 

4- CONSTRUCTION 

4.1 Framework — Each member of the table shall be made of a 
continuous length of mild steel angle sections or flats securely welded or 
riveted. The floor ends of the frame shall be fitted with metal flats or shoes. 

4.2Table Top -The table top shall have sections, namely, head, trunk 
and leg section. The head and leg sections shall be detachable. The 
entire top shall be capable of satisfying the following requirements: 

a) Tke head section shall be capable of being raised by 60** up and 

45" down. 

b) The trunk section, which supports the entire body, shall be 
capable of being raised by 45". 

4.3 The raising and the lowering of the two sections shall be accentuated 
by the ratchet and hook arrangement. 

4.4 A provision shall be made for attachment of optional accessories like 
anaesthetic screen, saline drip, arm rest, instrument tray, lithotomy rod at 
hip level on either side of the table. 



*Specifi cation for stainless steel plate sheet and strip. 
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5. PERFORMANCE REQUIREMENTS 

5.1 Base — The construction of the table shall ensure stability of the bare. 
The four nnetal flats or shoes shall give sufficient rigidity to the table and 
the table shall not rock in any direction. 

5.2 Table Top — It shall satisfy the requirennents given in 5.2.1. 

5.2.1 When a load of 750 N ( 75 kgf approxinnately) in the fornn of the 
sand bag is applied vertically in the nniddle of the table fronn a height of 
100 nnnn, there shall be no wobble or dannage to the table. 

6.W0RKMANSHIP AND FINISH 

6.1 The various connponents shall be nnade accurately to give imooth 
operations and a good perfornnance. 

6.2 The entire construction shall be rigid and sound. 

6.3 The entire table shall be capable of folding to a snnall unit. 

6.4 All surfaces shall be well finished and all edges shall be rounded off. 

6.5 All the three sections connprising the table top, in their nornnal 
position, shall be in one plane. 

6.6 The welded joints shall have welds fully penetrating and shall be well 
finished. 

6.7 Corrosive surfaces shall be painted in accordance with 5.1 of IS :4033- 
1968*, 

6.6 The painting shall satisfy adhesion test given in 6.1.1 of IS :4033- 
1968". 

6.9 Stainless steel top shall be passivated. 

6.10 The alunniniunn top shall be anodized. 

6.11 The plating, if required, shall be in accordance with Service Grade 2 
of IS : 1068-19681. 



^General requirements for hospital furniture. 

tSpecification for electroplated coatings of nickel and chromium on iron and steel {fiui 
rtvision ) . 
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7. ACCESSORIES 

7.1 The table shall be provided with two lithotomy rods. 

7.2 The following accessories shall be optional: 

a) Detachable instrunnent tray; and 

b) Rubber, nnattress in three pieces. 

8.INSTRUCTI0N FOR USE AND MAINTENANCE 

8.1 The table shall be acconnpanied by instructions nnanual giving the 
following infornnation: 

a) Brief instructions for installation and nnaintenance and for opening 
and folding the table, and 

b) Any other infornnation considered necessary by the nnanufactu rer, 

9. MARKING 

9.1 Each table shall have a name-plate fixed to it showing the following: 

a) Manufacturer's name, initials or recognized trade-mark; and 

b) Any special instruction for safe handling of the table. 

9.1.1 Each table may also be marked with the ISI Certification Mark. 

Note -The use of the ISI Certification JVIaric is governed by the provisions of the 
Indian Standards Institution ( Certification Marks) Act and the Rules and Regulations 
made thereunder. The ISI Mark on products covered by an Indian Standard 
conveys the assurance that they have been produced to comply with the requirements 
of that standard under a well-defined system of inspection, testing and quality control 
which is devised and supervised by ISI and operated by the producer. ISI marked 
products are also continuously checked by ISI for conformity to that standard as a 
further safeguard. Details of conditions under which a licence for the use of the ISI 
Certification Mark may be granted to manufacturers or processors, may be obtained 
from the Indian Standards Institution. 

10. PACKING 

19.1 Bach table shall be packed in a well cushioned sturdy case to stand 
rough handling during transit or as agreed to between the supplier and the 
purchaser. 



